Endure Medical

EMI PRO Video Adapter

Industry Standard C-Mount

Fine Focus Adjustment
Up and Down F T /

Adjustment Position Lock Ring

EMI "PRO”
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Left and Right Adjustemnt
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Fits into standard Zeiss Beam Splitter

Iris Adjustment

tup: Mount video camera to c-mount adapter and tighten. Attach adapter to microscope
jcus the microscope on a target. Rotate camera so that video image is oriented properly
Iding camera orientation, tighten the Position Lock Ring to lock the camera
tthe fine focus adjustment to fine focus the monitor image to match the
Adjust the Iris adjustment to control light levels if needed. To center the
ded 5/64 Allen key to adjust the image centering screws. Rotating the
Il move the image to the left or right depending on rotation direction,
pill move the image up or down depending on rotation direction.

it most microscope brands, including Leica and Moller #
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